
G * * _ 

DEPARTMENT OF HEAL’WANI;! ,HUMAN SERVICES /( 4, ” *,Ix)x .~. -liz A /._ 
% F 

Food and Drug Administration 

L QOc.k~k AkL CmwqQ 
Diagnostic X-Ray Field Size; Policy Guide 

,. 

7133.17; Correction 

AGENCY: Food and Drug Administration, HHS. 

ACTION: Notice; correction. 
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SUMMARY: The Food and Drug Administration is correcting a notice that 

appeared in the Federal Register of October lo,2002 (67 FIX 63TO8). The 

document revoked the compliance policy guide entitled “Sec. 398.475 

Minimum X-Ray Field Size for Spot-Film Operation of Fluoroscopic Systems 

with Fixed SID and Without Stepless Adjustment of the Field Size (CPG 

7133.17).” The document was published with an inadvertent error, This 

document corrects that error. . 

FOR FURTHER lNFORl)lATlON CONTACT: Joyce Strong, Office of Policy (I!@'--27), 
Ityjo~* I% rQ. R?&ztr,i 

Food and Drug Administration, 5600 Fishers Lane, Rockville, MD 20857) 30J+7~7~~~, 

SUPPLEMENTARY IN~O~fl?(I~lJ@l;~ In P-R D,oc. Q2-25q.81, appearing on page 63108 

in the Federal Register of Thursday, October 10, 2002, the following correction 

is made: 
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1. On page 63108, in the third column, at the end of the docuF,ent, the 

plhTa&“Dated: @t&q?, 1, 2022" js corMted to rea~,,~‘~:~@$: Q+& J,, 2002':. 

Dated: c s/&.fos 
October 25, 2002. 
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John M. Taylor, Senio~~ociate,PL- 

Commisskdner for Regulatory Affairs. 
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